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ABSTRACT 


We  have  demonstrated  that: 

1.  A  direct  connection  exists  between  the  fatigue  damage 

in  a  metal  and  thermally  induced  post~ fatigue  exo~electron 
emission.  This  effect  is  due  to  the  migration  of  vacancies 
to  the  surface. 

2.  Exo-electron  emission  can  be  used  to  measure  fatigue  in 
structures ,  and  monitor  annealing  of  quenched  metals.  We 
have  followed  the  growth  of  "tearing  cracks"  in  various 
metals.  We  feel  that  the  technique  can  be  extended  to 
detection  and  monitoring  of  fatigue  crack  growth. 

3.  Apparatus  for  applying  these  techniques  to  structures 
in-the-field  has  been  designed  and  is  being  constructed 
and  tested. 
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SECTION  I 


INTRODUCTION 


The  problem  of  fatigue  and  subsequent  failure  exists  in  all 
structures.  The  situation  in  military  aircraft  is  more  critical 
because  high  strength,  crack  sensitive  materials  must  be  used  and 
factors  of  safety  are  restricted  because  of  weight  limitations.  A 
need  exists  for  a  method  of  measuring  the  fatigue  level  of  various 
structural  elements  to  determine  their  remaining  safe-life.  A  major 
factor  in  this  determination  is  the  detection  of  cracks  which  have 
developed  during  the  fatigue  exposure.  Modern  aircraft  materials 
are  well  known  to  be  crack  sensitive.  This  in  turn  requires  a  crack 
detection  system  that  can  operate  on  cracks  that  cannot  be  detected 
visually. 

The  approach  proposed  by  the  authors  involved  observation  of 
the  exo-electron  emission  from  fatigued  and  cracked  materials.  A 
study  of  the  literature  and  some  experiments  under  an  earlier  program 
for  the  AEC,  indicated  that  while  the  mechanism  of  exo-electron 
emission  was  unknown,  there  were  some  phenomena  that  certainly  in¬ 
duced  exo-electron  emission.  Among  these  were: 

1.  Plastic  deformation 

2.  Grinding  or  abrasion 

3.  Exposure  to  ionizing  radiation 

4.  Quenching 

5 .  Phase  change 

6 .  Chemi sorpti on 

7.  Oxidation 

8.  Corrosion 

9.  Fatigue 

A  list  of  references  appears  on  page  13  of  this  report. 

It  appeared  that  any  process  that  disturbed  the  surface  of  a 
metal  could  induce  exo-electron  emission.  The  mechanism  of  emission 
might  involve  either  the  existence  of  "F"  centers  in  surface  oxides, 
or  the  disturbance  of  the  surface  potential  barrier  by  vacancy  migra¬ 
tion.  We  suggested  that  if  the  vacancy  migration  mechanism  was 
correct,  a  fatigue  and  crack  detection  system  might  make  use  of  exo¬ 
electron  emission.  The  mechanism  depended  upon  the  known  fact  that 
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fatigue  generates  a  complex  network  of  vacancies  and  dislocations. 

Some  of  the  vacancies  diffuse  to  the  surface  during  the  fatigue  cycle 
and  induce  exo-electron  emission.  However/  the  majority  of  vacancies 
will  be  sessile  at  room  temperature.  It  follows  then  that  by  heating 
the  specimen  slightly  it  should  be  possible  to  induce  a  fraction  of 
the  sessile  vacancies  to  migrate  to  the  surface.  The  resultant  exo¬ 
electron  emission  would  be  a  measure  of  the  fatigue  level  of  the 
specimen.  This  test  could  be  applied  after  the  aircraft  had  landed. 

The  ARPA  funded  program  had  as  its  objectives: 

1.  A  demonstration  that  exo-electron  emission  was  related  to 
vacancy  migration  and  fatigue; 

2.  That  exo-electron  emission  could  be  used  for  post¬ 
fatigue  measurement  of  fatigue  level  in  ambient  air; 

3.  That  apparatus  for  laboratory  and  field  use  of  this 
technique  could  be  designed  and  built; 

4.  After  the  program  had  been  in  effect  for  one  year  the 
objective  of  detecting  fatigue  crack  initiation  and 
growth  was  added.  Here  we  hoped  that  the  extensive 
dislocation  motion  and  vacancy  formation  that  precedes 
crack  initiation  would  induce  exo-electron  emission. 

The  experimental  approach  involved  several  different  experiments. 
The  first  was  designed  to  determine  if  post-fatigue  exo-electron  emis¬ 
sion  could  be  observed  in  ultra  high  vacuum  without  ambient  light. 

This  would  help  settle  the  question  of  an  "F"  center  versus  a  vacancy 
mechanism.  When  the  first  series  of  tests  were  completed  the  emphasis 
would  be  shifted  to  studies  in  air,  on  full  size  test  coupons  of 
various  alloys  and  tempers  to  determine  if  we  could  indeed  make  a 
post-fatigue  measurement  of  fatigue  level. 

The  third  objective  was  to  be  the  development  of  hardware  for 
application  of  this  technique  to  actual  aircraft  structures.  The  work 
on  crack  detection  was  intended  to  be  part  of  this  third  objective. 
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SECTION  II 


EXPERIMENTS  AND  RESULTS 


A.  OBJECTIVE  1 


To  investigate  Objective  1  we  first  designed  and  built  an  ultra 
high  vacuum  test  system.  This  system  including  tlie  electrical  com¬ 
ponents  is  shown  schematically  in  Figure  1.  The  system  allowed  us  to 
fatiqi!^  test  specimens  in  vacuum  by  alternating  torsion.  Tlie  fatigue 
mechanism  was  driven  by  an  external  motor  through  a  vacuum  bellows 
seal.  The  rotary  motion  was  changed  to  an  oscillatory  motion  by  a 
system  of  gears  ^Figure  2)  inside  the  vacuum  system. 

The  electrical  system,  for  detection  of  exo-electron  emission 
(EEE)  ,  was  assigned  to  operate  eitlier  during  or  after  the  fatigue 
cycling  process.  The  noise  level  was  about  1C“^^  amps  which  allowed 
detection  of  currents  cibove  the  10“***  amp  level.  For  some  experiments 
a  Keithly  417  picocunmeter  was  used.  For  other  studies  a  Burr-Brown 
field  effect  transistor  (FET)  operational  amplifier  was  coupled  to  a 
transistor  amplifier.  All  data  was  recorded  on  a  Heath  Company  chart 
recorder. 

The  specimens  were  metal  wires  (nickel  205)  initially  0.032"  in 
dicuneter  with  an  etched  gauge  section  as  shown  in  Figure  3.  Typical 
experiments  involved: 

1.  Fatiguing  an  annealed  specimen  under  UHV  (10~^  torr) 
conditions  to  some  fraction  of  its  previously  deter- 
mined  life, 

2.  Observation  of  the  exo-electron  emission  during  the 
fatigue  cycling, 

3.  Post  fatigue  heating  (in  the  vacuum  system)  to 
determine  if  the  post  fatigue  exo-electron  emission 
was  related  to  the  fatigue  level  that  had  been 
attained  before  the  heating  cycle  began. 

Results  of  tliese  vacuum  studies  may  be  described  as  follows: 
During  the  fatigue  process  exo-electron  emission  at  the  10“*^  amp 
level  was  observed.  Each  time  the  wire  was  twisted  a  burst  of 
electrons  was  recorded.  The  currents  were  small  and  the  interference 
from  electrons  emitted  by  the  mechanical  gearing  made  it  difficult 
to  follow  dianges  in  current  level.  Other  investigators  II]  have 
observed  exo-electron  emission  during  fatigue.  The  current  first 
increases  with  each  cycle  and  then  decreases  again.  This  may  be  due 
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to  work  hardening,  making  it  more  difficult  for  dislocations  to  move. 

We  do  not  feel  that  measurement  of  exo-electron  emission  during  fa¬ 
tigue  was  as  useful  as  post-fatigue  testing,  and  this  study  was 
terminated. 

The  studies  of  EEE  aftei  fatigue  involved  heating  the  specimen 
to  some  fixed  temperature  in  tie  vacuum  system  (at  10~®  torr)  and 
following  the  EEE.  The  results  of  typical  tests  on  several  specimens, 
fatigued  to  various  levels,  are  shown  in  Figures  4  and  5.  We  note  that 
there  is  a  clear  relation  between  fatigue  and  post-fatigue  EEE.  This 
data  was  obtained  without  the  ultraviolet  light  used  in  later  studies, 
and  temperatures  required  for  significant  exo-electron  emission  were 
quite  high  (800°  -  lOGO^C) . 

We  feel  that  this  data  demonstrates  that  EEE  is  not  dependent 
upon  the  ambient  atmosphere  or  the  presence  of  ambient  light.*  These 
conditions  may  increase  the  effective  EEE  current,  but  they  are  not 
necessary  if  EEE  is  to  be  observed. 

In  examining  the  data  of  Figure  4  and  5  we  felt  that  a  correlation 
existed  between  the  specimen  fatigue  level  before  heating  and  the  area 
under  the  current-time  curve  generated  when  the  specimen  wa'j  heated. 

The  necessary  integration  was  done  graphically  and  the  resuJts  are 
shown  for  our  nickel  specimens  in  Figure  6.  The  correlation  is  fair  up 
to  about  the  55  percent  level  where  the  exo-electron  current  begins  to 
decay.  We  suggest  that  this  represents  the  level  at  which  the  vacancies 
and  dislocations  begi.v  to  pin  one  another  and  diffusion  is  impeded. 

This  suggests  that  further  heating,  to  above  1000°C,  would  induce  exo¬ 
electron  emission  at  high  fatigue  levels.  There  is  some  evidence  for 
this  but  it  was  not  practical  to  heat  nickel  above  1000*C  in  our  vacuum 
apparatus . 

Having  determined  that  a  relationship  existed  between  fatigue  and 
post  fatigue  EEE,  we  decided  to  look  into  the  phenomena  by  relating 
fatigue  damage  to  post  fatigue  EEE.  One  of  the  prevailing  theories 
[2,3]  ,  suggested  that  fatigue  produces  a  variety  of  defects  including 
metal  vacancies.  Upon  heating,  these  vacancies  diffuse  to  the  surface 
and  induce  EEE. 

Two  questions  arise  here,  first,  why  do  vacancies  diffuse  to  the 
surface  and  second,  why  does  their  arrival  at  the  surface  induce  exo¬ 
electron  emission?  The  first  phenomena,  diffusion,  is  spontaneous  if 
the  vacancy  mobility  is  high  enough,  because  vacancy  migration  to  the 


♦Above  800°C  the  nickel  specimen  became  incandescent  but  there 
was  no  other  external  illumination. 
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surface  reduces  the  Gibbs  Function  of  the  system.  The  mechanism  by 
which  a  vacancy,  in  arriving  at  the  surface,  induces  exo-electron 
emission  is  a  matter  of  speculation  13].  We  suggest  that  a  reduction 
occurs  in  the  local  work  function  when  the  vacancy  arrives  at  the 
surface.  This  in  turn  allows  some  of  the  electrons  at  the  Fermi 
Energy  level  to  escape.  The  effect  of  surface  disturbance  processes 
in  lowering  the  work  function  of  photo  emitters  is  well  known  and  v:e 
propose  that  the  process  here  is  much  the  same. 

The  effects  of  light  in  terms  of  an  absolute  increase  in  the  exo¬ 
electron  emission  are  st',11  more  obscure.  If  it  were  a  case  of  simple 
photo-emission  the  effective  signal  to  noise  ratio  of  the  exo-electron 
emission  would  not  be  affected  because  of  the  increased  background 
photo  electric  current.  Since  an  actual  increase  in  S/N  ratio  is 
observed,  we  must  postulate  that  light  somehow  aids  the  vacancy-exo¬ 
electron  mechanism.  The  final  resolution  of  this  question  must  await 
experiments  on  ultra  clean  surfaces  using  a  vacuum  UV  spectrometer. 

To  gain  a  preliminary  understanding  of  the  effect  of  vacancy 
migration  we  decided  to  quench  vacancies  into  metals  and  study  the  EEE 
that  was  observed  when  the  specimen  was  heated  to  induce  vacancy  migra¬ 
tion.  Experiments  of  this  type  had  been  done  with  aluminum  by  Brotzen 
and  his  associates  (4],  with  a  crude  Gieger  counter  technique.  They 
observed  exo-electron  emission  during  room  temperature  annealing  after 
various  quenching  sequences.  They  correlated  their  data  with  a  vacancy 
migration  model  and  the  resistivity  data  of  von  Voss  and  Brotzen  [5]. 

Exo-Electron  Emission  and  Annealing  Processes;  Physicists  have 
worked  for  many  years  on  the  recovery  phenomenon  in  quenched  metals. 

The  number  and  type  of  vacancies  produced  are  well  known  [6] .  The 
major  problem  in  following  annealing  processes  has  been  that  the  migra¬ 
tion  of  vacancies  was  only  observable  in  terms  of  secondary  effects, 
i.e.,  electrical  resistance  or  micro  hardness. 

We  have  used  metal  wires  to  observe  exo-electron  emission,  during 
vacancy  migration,  with  the  apparatus  shown  in  Figure  7.  For  this 
experiment  the  0.010  inch  diameter  wire  specimens  could  be  heated  by 
AC  current  via  the  transformer.  To  quench  the  wire  the  heating  current 
was  turned  off  and  the  wire  was  flooded  with  liquid  nitrogen. 

To  investigate  the  effects  of  quenching  an  annealed  wire 
(procedure  of  Ref.  7  was  used)  and  a  wire  quenched  from  1275”C  were 
annealed  isochronically  (6  minutes  at  each  temperature) .  The  observed 
EEE  current  is  shown  in  Figure  8.  Each  time  the  temperature  was 
increased  there  was  a  sudden  drop  in  the  EEE  current  followed  by  a 
slow  increase. 
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The  sudden  drop  in  exo-electron  current  is  difficult  to  under¬ 
stand  at  this  time.  It  may  be  characteristic  of  platinum  since  Claytor 
et  al.,  did  not  observe  it  during  annealing  of  aluminum  after  plastic 
deformation  [8] .  We  feel  that  it  is  more  significant  to  look  at  the 
slow  increase  observed  during  annealing  of  the  quenched  wire.  We 
suggest  that  the  slow  increase  observed  with  the  quenched  wire  from  250 
to  400'’C  is  due  to  quenched-in  vacancies  coming  to  the  surface.  To 
compare  this  data  to  that  of  other  workers,  we  took  the  difference 
current  AI  as  shown  in  Figure  8;  At  was  always  taken  as  300  seconds. 

Al  was  the  "slow"  change  in  current  during  this  interval . 

In  Figure  9  we  show  Al  the  change  in  current  during  the  slow  rise 
period  versus  T  the  annealing  temperature.  The  annealing  data  of 
Schumacher  [9] ,  is  shown  for  comparison.  The  agreement  seems  to  be 
excellent.  We  note  that  Schumacher's  data  were  obtained  by  the  very 
difficult  resistance  monitoring  technique.  It  is  clear  from  Figure  9 
that  we  can  follow  the  processes  of  vacancy  migration  with  exo-electron 
emission.  Similar  data  are  being  obtained  for  nickel  and  gold.  By 
working  in  a  vacuum  and  radiation  quenching,  we  should  be  able  to  inves¬ 
tigate  ferrous  materials.  Future  studies  of  isothermal  annealing  will 
be  done  when  our  temperature  control  system  is  completed.  We  are  most 
interested  in  the  sudden  drop  in  current  which  is  so  prominent  at  200''C 
in  Figure  8,  There  may  be  a  direct  connection  between  this  sudden 
change  and  the  well  known  phenomena  of  flash  desorption  [10] .  This  may 
well  be  a  topic  for  future  investigation. 

Returning  for  the  moment  to  Figure  9,  we  feel  that  these  experi¬ 
ments  are  most  significant  for  two  other  reasons?  first,  they  demon 
strate  a  direct  connection  between  a  known  vacancy  phenomena  •  nd  exo¬ 
electron  emission.  Second,  we  can  expect  to  calibrate  the  system  in 
terms  of  exo-electron  emission  as  a  function  of  the  number  of  vacancies 
which  reach  the  surface. 


B.  OBJECTIVE  2 


In  order  to  develop  EEE  into  a  practical  tool  for  studying  fa¬ 
tigued  structures,  we  decided  to  change  to  larger  specimens  which  would 
be  comparable  to  those  used  in  industry.  It  was  decided  that  these 
studies  would  have  to  be  done  in  ambient  air  if  the  EEE  technique  was 
to  become  field-useable. 
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The  specimen  shape  is  shown  in  Figure  10.  The  material  chosen 
for  study  was  aluminum  (1100-0  and  7075-T6) .  The  aluminum  specimens 
were  annealed  and  in  the  case  of  7075-T6  heat  treated*  into  the  proper 
conditions . 

The  annealed  and  polished  specimens  were  fatigued  in  a  resonant 
machine  during  the  early  part  of  the  program  and  a  Vishay  VSP-150  plate 
machine  in  the  latter  period. 


To  establish  a  mean  lifetime  we  ran  10  specimens  to  failure.  For 
the  1100-0  material  the  average  number  of  cycles  was  147,000  with  a 
maximum  excursion  of  ±  15  percent.  The  next  set  of  specimens  were  run 
to  some  fraction,  0  percent,  20  percent,  40  percent,  60  percent,  and 
80  percent  of  their  expected  life  and  tested  for  exo-electron  emission. 

The  tes<-  apparatus  and  the  electrical  circuit  is  shown  in 
Figure  11.  The  ultraviolet  light  source  seems  to  increase  the  exo¬ 
electron  current  by  about  a  factor  of  50.  The  photoelectric  current 
is  a  constant  background  level  which  does  not  present  any  problem  in 
interpreting  the  data.  Figures  12  and  13  show  the  exo-electron  current 
as  a  function  of  time  for  1100-0  specimens  at  various  fatigue  levels. 
There  is  a  clear,  distinct  relation  between  fatigue  and  exo-electron 
emission  for  1100-0  aluminum.  We  wish  to  emphasize  that  these  fatigu¬ 
ing  and  exo-electron  studies  were  done  in  ambient  air.  The  temperature 
after  8  minutes  was  OO^C,  far  below  the  temperature  where  metallurgical 
changes  would  occur. 

Similar  data  on  7075-T6  aluminum  is  shov;n  In  Figure  14.  There 
was  more  scatter  in  the  total  cycles-to-fai lure- tests .  The  average 
^if®time  (]0  specimens)  was  46,000  cycles  ±  18  percent.  In  Figure  14 
we  see  again  that  the  exo-electron  emission  can  be  correlated  with 
the  fatigue  history  of  the  specimen.  However,  we  note  that  emission 
from  the  75  percent  specimen  was  below  the  0  percent  specimen  until  a 
temperature  of  160'’C  was  reached.  This  suggests  that  at  high  fatigue 


♦After  heat  treating  the  specimens  were  chemically  milled  to 
remove  .‘•.cratches  and  we  emphasize  that  this  procedure  is  most  impor¬ 
tant  for  obtaining  uniform  fatigue  life  and  consistent  FEE  data. 

This  is  not  an  accident;  there  is  an  enormous  body  of  literat'  re  which 
demonstrates  that  scratches  and  surface  defects  act  as  stress  r.-.isers. 
These  stress  raising  defects  reduce  fatigue  life  and  it  is  impossible 
to  obtain  consistent  fatigue  life  data  without  controlling  specimen 
surface  finish  [6,7,12,13].  In  view  of  the  close  relations  between 
fatigue  and  EEE  we  would  expect  that  consistent  EEE  would  only  be 
obtained  on  surfaces  with  controlled  finishes. 
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levels  a  higher  temperature  is  needed  to  induce  vacancy  motion.  A 
similar  effect  was  observed  with  nickel  wires  and  is  shown  in  Figure  6. 

Notice  in  Figure  14  that  the  25  percent  and  50  percent  curves 
overlap.  This  may  be  scatter  in  fatigue  life  itself.  Alcoa  data  [11] 
indicates  that  at  best,  7075-T6  fatigue  life  varies  from  1,000  to 
14,000  cycles  around  a  central  value  of  4,000  cycles  (80,000  psi  load). 
This  suggests  that  at  the  SOkpsi  load  level  a  specimen  might  be  at  the 
25  percent  level  after  as  little  as  250  cycles  or  as  much  as  3,500 
cycles.  If  we  assume  the  midpoint  value  of  the  scatter  band  (4,000 
cycles)  to  be  the  "fatigue  life,"  at  SOkpsi  we  must  run  a  25  percent 
specimen  1,000  cycles.  However,  in  view  of  the  scatter  of  fatigue  life, 
the  specimen  might  be  only  a  7  percent  specimen.  Under  these  circum¬ 
stances,  it  is  more  reasonable  to  run  a  specimen  say  "N"  cycles  test  it 
and  then  run  it  to  failure,  which  might  occur  at  a  total  of  say  "Q" 
cycles.  Then  we  can  say  that  when  the  specimen  was  tested  it  was  at 
the  N/Q  X  100  fatigue  level.  Unfortunately  this  situation  was  not 
appreciated  until  after  the  program  was  over  so  the  data  of  Figure  14 
must  remain  somewhat  ambigious. 

A  few  specimens  were  run  to  failure  after  testing  to  determine  if 
the  exo-electron  test  cycle  was  inducing  any  major  metallurgical  changes 
in  the  specimens.  In  terms  of  the  accuracy  of  our  fatigue  life  data 
there  was  no  evidence  that  the  specimen  had  changed,  i.e.,  a  predicted 
40  percent  specimen  was  an  actual  40  percent  specimen  ±  18  percen'. 
regardless  of  its  cxo-electron  test  history.  This  is  to  be  expected, 
during  the  test  we  anneal  out  only  a  small  fraction  of  the  total  fatigue 
damage . 

We  feel  that  this  series  of  tests  demonstrated  the  capability  of 
EEE  for  fatigue  evaluation  of  coupons  with  a  known  fatigue  history. 
However,  for  actual  structures,  no  standards  of  fatigue  may  be  ...  .ailable 
and  we  investigated  a  different  test  technique  which  involved  scanning 
the  heat  source  and  exo-electron  collector  along  the  specimen, 

(Figure  11) .  This  allowed  a  comparison  of  a  relatively  unfatigued  area 
with  a  fatigued  area,  on  a  single  specimen.  In  Figure  15  we  show  some 
recent  results  obtained  by  scanning  along  the  specimens.  It  is  apparent 
that  we  can  find  the  fatigued  area  and  evaluate  the  amount  of  fatigue 
that  is  present.  The  measurement  can  be  repeated  as  shown  by  the 
curves  marked  2nd  run.  We  notice  in  Figure  15  that  the  exo-electron 
level,  along  the  entire  specimen,  goes  up  with  fatigue  level.  This 
change  of  level  and  the  second  peak  observed  in  the  higher  fatigue 
specimens  is  observed  consistently  and  we  have  no  theory  for  this  at 
the  moment.  We  suspect  it  is  an  artifact  introduced  by  the  use  of  our 
particular  specimen  shape  in  the  Vishay  fatigue  machine.  Investigations 
into  this  question  will  begin  when  our  induction  heater  is  finished. 
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We  feel  that  this  work  has  demonstrated  the  capability  of  EEE 
to  detect  fatigued  areas  and  determine  the  fatigue  level.  This 
completes  Objective  2  at  least  for  aluminum. 


C.  OBJECTIVE  3 


The  major  problems  in  field  applications  of  FEE  are:  first, 
introducing  the  necessary  thermal  energy  and,  second,  separating 
the  emission  from  scratches  and  cracks  from  that  due  to  fatigue. 

Heating  Techniques:  After  much  study  an  experimentation  with 
hot  gas  systems,  intense  light  sources  and  electrical  resistance 
heating,  we  developed  a  placket  detector  for  fixed  applications  and 
an  induction  heater  for  scanning. 

Placket  System:  The  placket  detector  combines  in  a  single 
unit  a  squib  heat  source,  a  Glaubers  Salt  heat  buffer,  a  battery 
driven  LTV  source  and  a  self -developing  electron  sensitive  film. 

The  system  is  shown  in  Figux'e  16.  The  diameter  of  the  placket  is 
about  2  inches,  to  permit  its  application  in  restricted  areas. 

The  operational  sequence  would  involve: 

1.  Fastening  the  placket  to  a  fatigued  structure, 
turning  on  the  UV  light  and  hooking  up  the  45  volt 
battery. 

2.  Firing  the  squib.  This  releases  a  very  short  but 
intense  thermal  pulse  which  lasts  only  a  few  seconds. 

The  Glaubers  Salt  dissociates  according  to  the  formula: 

Na^SO^’lOH^O  ->  Na^SO^  +  lOH^Oi 

and  the  resultant  steam  circulates  in  the  sealed 
container.  As  the  placket  cools  below  100°C  the 
reaction  goes  backwards  releasing  the  heat  previously 
adsorbed.  The  effect  of  this  buffer  reaction  keeps 
the  structure  from  being  heated  above  about  100° C 
and  spreads  the  heating  cycle  over  about  8  minutes. 

3.  Exo-electrons  are  collected  on  the  film,  which  is  of 
the  Polaroid  self-developing  variety.  The  blackening 
of  the  film  provides  a  direct  read-out  of  the  fatigi.e 
of  the  structure .  The  structure  has  only  been  heated 
to  some  150° C  for  2  minutes  so  no  major  metallurgical 
changes  have  occurred.  The  placket  system  is  satis¬ 
factory  for  one-shot  tests  but  it  does  require  a  body 
of  test  data,  on  the  same  structure,  for  evaluation. 


-9- 


Sc6mning  System;  The  scaaining  technique  makes  use  of  an  induction 
heater.  Induction  heating  has  a  number  of  advantages.  Induction 
heaters  are  usually  available  at  military  bases.  Induction  heating  is 
efficient  because  the  heat  is  developed  in  the  specimen  material  itself 
without  the  losses  that  occur  due  to  metallic  reflection  when  radiant 
heat  sources  are  used.  Induction  heating  also  avoids  the  problems  of 
hot  gas  heaters  where  the  gas  flow  interferes  with  electron  collection. 
Induction  heating  heads  are  avail2d3le  in  a  variety  of  diameters  and 
operate  at  selectable  frequencies.  This  makes  them  suitable  for  heat¬ 
ing  structures  of  various  sizes  and  thicknesses.  The  fact  that  the 
induction  heating  head  itself  remains  cool  allows  the  heat  source  and 
exo-electron  collector  to  scan  along  a  structure  to  find  fatigued  areas. 


D.  OBJECTIVE  4 


The  fatigue  experiments  reported  above  were  performed  on  ideal¬ 
ized,  polished  metal  surfaces  to  remove  any  variables  which  might 
depend  upon  surface  condition.  There  is  no  question  that  smooth 
surfaces  provide  the  best  opportunity  for  uniform  fatigue  life  and  an 
unequivocable  EEE  fatigue  correlation.  However,  we  recognize  that  in 
actual  aircraft  it  is  not  yet  conmon  to  polish  metal  surfaces  in  fa¬ 
tigue  critical  areas.  In  fact,  it  may  never  be  possible  to  polish 
all  areas  where  fatigue  failure  might  occur.  In  view  of  this  problem, 
we  began  a  study  of  the  detection  of  surfaces,  scratches,  cracks  and 
other  defects.  The  objective  would  be  a  demonstration  that  we  could 
detect  scratches  and  cracks  by  scanning  for  EEE  with  an  ultraviolet 
light  without  heating  the  specimen.  A  subsequent  scan  with  heating 
would  yield  a  higher  EEE  due  to  fatigue  and  scratches,  the  difference 
would  then  be  due  to  fatigue  alone. 

For  this  demonstration  we  built  a  simple  tensile  machine  around 
an  automobile  jack.  The  machine  and  the  specimen  shape  are  shown  in 
Figure  17.  By  pumping  the  jack  we  could  induce  a  crack  or  tear  to 
start  at  the  end  of  the  saw  cut  and  propagate  through  the  material. 

We  expected  that  the  EEE  would  increase  when  a  crack  or  tear 
opened  and  that  crack  growth  could  be  monitored  by  EEE  without  heat¬ 
ing.  This  was  indeed  the  case,  and  typical  data  on  aluminum,  steel, 
and  copper  are  shown  in  Figures  18,  19,  and  20.  Wc-  feel  that  this 
data,  obtained  with  the  crudest  apparatus,  demonstrates  that  a 
significant  change  in  exo-electron  emission  occurs  when  there  is 
sufficient  plastic  deformation  for  a  tear  to  appear.  Tears  as  small 
as  0.1  mm  in  length  were  observable  by  this  technique.  This  suggests 
that  a  similar  capability  will  exist  with  fatigue  cracks  but  this 
has  not  yet  been  demonstrated. 
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The  major  question  is,  can  we  detect  microscopic  fatigue  cracks 
in  a  structure  that  has  the  normal  scratches  associated  with  industrial 
manufacturing?  There  is  some  hope  for  this  on  the  basis  that  the  emis¬ 
sion  from  scratches  may  be  different  from  that  due  to  fatigue  concen¬ 
trations  and  wicrocracks  due  to  fatigue.  This  difference  depends  upon 
the  fact  that  scratches  involve  little  or  no  slip  while  fatigue  crack¬ 
ing  is  a  highly  slip  dependent  process  (12,13]. 

We  propose  to  scan  scratched  coupons  without  heating  to  detect 
the  scratch  pattern.  After  fatiguing  the  coupon  will  be  scanned  again 
with  and  without  heating  to  try  to  resolve  fatigued  areas  and  fatigue 
cracks. 

To  show  that  it  is  possible  to  separate  scratch  effects  from  fa¬ 
tigue  induced  EEE,  we  have  begun  a  test  program.  For  initial  studies 
10  identical  7075-T6  specimens  were  fatigued  to  the  scune  level  and 
then  6  of  them  were  scratched  or  abraded  in  various  areas  .  The  speci¬ 
mens  were  scanned  without  heating  and  then  scanned  again  with  induc¬ 
tion  heating. 

The  tests  are  not  yet  complete,  but  the  indications  are  that 
scratches  can  be  separated  from  fatigue  by  EEE  techniques  if  the 
scratches  are  not  too  extensive  in  area  or  in  depth.  The  "tolerable" 
scratch  condition  in  terms  of  using  EEE  to  detect  fatigue  will  have 
to  be  determined  by  further  testing. 
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SECTION  III 


CONCLUSIONS 


OBJECTIVES  OF  THE  PROGRAM 

1.  A  demonstration  that  exo-electron  emission  was  related 
to  vacancy  migration  and  fatigue; 

2.  That  exo-electron  emission  could  be  used  for  post-fatigue 
measurement  of  fatigue  level  in  ambient  air; 

3.  That  apparatus  for  laboratory  and  field  use  of  this 
technique  could  be  designed  and  built; 

4.  After  the  program  had  been  in  effect  for  one  year  the 
objective  or  detecting  fatigue  crack  initiation  and 
growth  was  added.  Here  we  hoped  that  the  extensive 
dislocation  motion  and  vacancy  formation  that  precedes 
crack  initiation  would  induce  exo-electron  emission. 

Objectives  1  and  2,  have  been  essentially  achieved  at  least  for 
aluminum.  Objective  3  has  been  partially  achieved.  The  final  develop¬ 
ment  of  apparatus  for  field  analysis  of  structural  fatigue  will  require 
at  least  one  year  of  further  study.  The  direction  of  this  work  is 
quite  clear;  the  effort  should  include  testing  and  calibration  studies 
on  full  scale  structural  parts.  Achievement  of  Objective  4  was 
hampered  by  the  lack  of  a  tensile  fatigue  machine  for  generation  of 
fatigue  cracks.  The  author  was  able  to  spend  August  16-20  at  Wright- 
Patterson  Air  Force  Base  through  the  courtesy  of  Dr.  W.  Kapp  and 
Mr.  V.  Kearney.  During  this  period  fatigue  tests  were  run  on  2024-T4 
aluminum  at  high  stress  levels  where  microcrack  growth  would  be  ex¬ 
pected  after  some  0.1  percent  of  fatigue  life.  Exo-electron  emission 
was  observed  to  begin  increasing  almost  as  soon  as  cycling  began  and 
continue  to  increase  as  long  as  cycling  continued.  A  vtcy  steep 
increase  in  current  was  observed  just  before  failure. 

Tests  of  this  type  will  be  continued  at  the  University  of  Arizona 
with  equipme. \t  now  available.  We  would  expect  to  demonstrate  that  the 
inception  and  growth  of  fatigue  cracks  can  be  detected  by  exo-electron 
emission. 
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Figure  3.  Etching  Apparatus  and  Typical  Specimen. 
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Figure  6.  Integrated  Exo-electron  Current  vs.  Percent  of  Fatigue  Life  (nickel  205). 


o 


Current  measuring 


Picoameter 


O 


Recorder 


Figure  7.  Exo-electron  Annealing  System. 
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Figure  8.  Exo<e1ectron  Current  vs.  Time  at  Various  Temperature* 
With  and  Without  Quenching  (Isochronal  annealing). 
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Figure  9.  Al  (sIom  current  rise)  vs.  TciRpereture  (Isochronal 
annealing). 
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Figure  10.  Exo-electron  Fatigue  Test  Speclnen. 
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Figure  11.  Exo*e1tctron  Heating  and  Electrical  Systems. 
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Figure  12.  Exo-electron  Current  vs.  Time  and  Fatigue  Level 
(1100-0  aluminum). 
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Figure  14.  Exo-electron  Current  vs.  Time  and  Fatigue  Level 
(7075-T6  aluminum). 
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Figurt  15.  Exo-tlectron  Currtnt  ¥S.  Ltngth  and  Fatigte  Ltvtl 
(7075*T6  alumlmin). 
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Figure  16.  Placket  Detector. 
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Figure  17.  Test  Fixture  and  Specimen. 
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Figure  19.  Exfl*e1«£nin  CurrmC  Cr*ck  Gronth  (hot  rollod  steel  ^ 
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Figure  20.  Exo-electron  Current  vs.  Crack  Growth  (OFHC  copper) 


